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Apparatus and methods in which one or more elemental 
taggants that are intrinsically located in an object are 
detected by x-ray fluorescence analysis under vacuum con- 
ditions to identify or verify the object’s elemental content 
for elements with lower atomic numbers. By using x-ray 
fluorescence analysis, the apparatus and methods of the 
invention are simple and easy to use, as well as provide 
detection by a non line-of-sight method to establish the 
origin of objects, as well as their point of manufacture, 
authenticity, verification, security, and the presence of impu- 
rities. The invention is extremely advantageous because it 
provides the capability to measure lower atomic number 
elements in the field with a portable instrument. 
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METHODS FOR IDENTIFICATION AND 
VERIFICATION USING VACUUM XRF 
SYSTEM 

REFERENCE TO RELATED APPLICATIONS 5 

This application is a continuation-in-part and claims pri- 
ority from U.S. patent application Ser. No. 10/006,782, filed 
Dec. 5, 2001 now abandoned the entire disclosure of which 
is incorporated herein by reference. 

JOINT INVENTION OF GOVERNMENT 
EMPLOYEE AND NON-FEDERAL PARTY 

OUTISDE OF ANY FUNDING AGEEMENT OR 

OTHER ARRANGEMENT 15 

The invention described herein was made in part by an 
employee of the United States Government and may be 
manufactured and used by and for the Government of the 
United States for governmental purposes without the pay- 20 
ment of any royalties thereon or therefor. 

FIELD OF THE INVENTION 

The invention generally relates to apparatus and methods 
for identification and verification. More particularly, the 25 
invention relates to apparatus and methods for detecting an 
element or elements intrinsically present — or extrinsically 
added — in an object by using X-ray fluorescence to identify 
and verify that object. Even more particularly, the invention 
related to apparatus and methods for detecting an element or 30 
compound intrinsically present — or extrinsically added — in 
an object by using X-ray fluorescence under vacuum con- 
ditions. 

BACKGROUND OF THE INVENTION 35 

There has been significant interest in apparatus and meth- 
ods for identifying and verifying various articles or products 
(or objects) such as explosives, ammunition, paint, petro- 
leum products, and documents. Known methods used to 40 
identify and verify such objects generally involve adding 
and detecting materials like code-bearing microparticles, 
bulk chemical substances, and radioactive substances. Other 
methods used for identifying and verifying objects include 
those described in U.S. Pat. Nos. 6,106,021, 6,082,775, 45 
6,030,657, 6,024,200, 6,007,744, 6,005,915, 5,849,590, 

5,760,394, 5,677,187, 5,474,937, 5,301,044, 5,208,630, 

5,057,268, 4,862,143, 4,485,308, 4,445,225, 4,390,452, 

4,363,965, 4,136,778, and 4,045,676, as well as European 
Patent Application Nos. 0911626 and 0911627, the disclo- 50 
sures of which are incorporated herein by reference. 

It is also known to apply materials to objects in order to 
track, for example, point of origin, authenticity, and their 
distribution. In one method, inks that are transparent in 
visible light are sometimes applied to objects and the 55 
presence (or absence) of the ink is revealed by ultraviolet or 
infrared fluorescence. Other methods include implanting 
microscopic additives that can be detected optically. 
However, detecting these materials is primarily based on 
optical or photometric measurements. 60 

Unfortunately, many of the apparatus and methods for 
identifying and verifying objects using such materials 
(called taggants) are unsatisfactory for several reasons. First, 
they are often difficult and time-consuming. In many 
instances, a sample of the object (of the object itself) must 65 
be sent to an off-site laboratory for analysis. In other 
instances, the apparatus are often expensive, large, and 
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difficult to operate. In yet other instances, the taggant used 
is radioactive, causing serious health concerns. 

SUMMARY OF THE INVENTION 

The invention provides an apparatus and method in which 
one or more elemental taggants that are intrinsically located 
in an object are detected by x-ray fluorescence analysis 
under vacuum conditions to identify or verify the object’s 
elemental content for elements with lower atomic numbers. 
By using x-ray fluorescence analysis, the apparatus and 
methods of the invention are simple and easy to use, as well 
as provide detection by a non line-of-sight method to 
establish the origin of objects, as well as their point of 
manufacture, authenticity, verification, security, and the 
presence of impurities. The invention is extremely advan- 
tageous because it provides the capability to measure lower 
atomic number elements in the field with a portable instru- 
ment. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIGS. 1, 2a, 2b, 3, 4 a, 4b, 5-6, la-lb, and 8-10 are views 
of apparatus and methods for providing x-rays according to 
the invention, in which: 

FIG. 1 generally depicts the operation of XRF; 

FIGS. 2 a and 2b illustrate the operation of XRF at the 
molecular level; 

FIG. 3 shows an exemplary x-ray spectrum, e.g., for 
paper; 

FIGS. 4 a and 4b depict two aspects of the of the XRF 
apparatus of the invention; 

FIG. 5 illustrates exemplary energy levels of x-rays in an 
x-ray spectrum; 

FIG. 6 shows another aspect of the XRF apparatus of the 
invention; 

FIGS, la and lb show another aspect of the XRF appa- 
ratus of the invention; 

FIG. 8 shows another aspect of the XRF apparatus of the 
invention; and 

FIGS. 9 and 10 depict the x-ray spectrum produced by the 
invention when analyzing a sample containing A1 and Mg. 

FIGS. 1, 2a, 2b, 3, 4a, 4b, 5-6, la-lb, and 8-10 presented 
in conjunction with this description are views of only 
particular — rather than complete — portions of apparatus and 
methods for providing x-rays according to the invention. 

DETAILED DESCRIPTION OF THE 
INVENTION 

The following description provides specific details in 
order to provide a thorough understanding of the invention. 
The skilled artisan will understand, however, that the inven- 
tion can be practiced without employing these specific 
details. Indeed, the invention can be practiced by modifying 
the illustrated apparatus and method and can be used in 
conjunction with apparatus and techniques conventionally 
used in the industry. For example, the invention is not 
limited to any specific XRF analysis. Rather, any type of 
XRF, such as total reflection x-ray fluorescence (TXRF), can 
be employed in the invention. 

The invention uses x-ray fluorescence analysis to detect at 
least one elemental taggant intrinsically or extrinsically 
present in the material of an object. With x-ray fluorescence 
(XRF) analysis, x-rays produced from electron shifts in the 
inner shell(s) of atoms of the taggants and, therefore, are not 
affected by the form (chemical bonding) of the article being 
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analyzed. The x-rays emitted from each element bear a 
specific and unique spectral signature, allowing one to 
determine whether that specific taggant is present in the 
product or article. 

FIGS. 1, 2a , and 2b represent how it is believed XRF 
generally operates. In FIG. 1, primary gamma rays or x-rays 
40 are irradiated on a sample of a target material 46 of article 
42. Secondary x-rays 44 are emitted from that sample of 
target material 46. 

In FIGS. 2 a and 2b, atom 48 of a taggant located within 
target material 46 has nucleus 50 surrounded by electrons 52 
at discrete energy bands around the nucleus 50 (called 
electron shells). Each electron has a binding energy level 
equal to the amount of energy required to remove that 
electron from its corresponding shell. The innermost shell is 
the K shell, and has the highest binding energy levels 
associated with it. Electron 54 is located within K shell 56. 

Primary x-ray or gamma ray photon 40 impacting atom 48 
has a given energy. If that energy is greater than the binding 
energy level of K shell 56, the energy of x-ray photon 40 is 
absorbed by atom 48, and one of the electrons in K shell 56 
(i.e., electron 54) is ejected. With a vacancy now in K shell 
56 left by electron 54, atom 48 is energetic and unstable. To 
become more stable, that vacancy in K shell 56 can be — and 
usually is — filled by an electron located in a shell with a 
lower binding energy level, such as L-shell electron 58 in L 
shell 60. As L-shell electron 58 fills the vacancy in K shell 
56, atom 48 emits a secondary x-ray photon 44. The energy 
levels (or corresponding wavelengths) of such secondary 
x-ray photons are uniquely characteristic to each elemental 
taggant, allowing the presence or absence of any specific 
taggant to be determined. 

The taggant can be intrinsically or extrinsically present in 
the object to be detected (the “target object”). When the 
taggant(s) is intrinsically present, it is a component (either as 
an element, compound, or other type of composition) in at 
least one portion of that target object, such as an impurity. 
When the taggant(s) is extrinsically present, it can be added, 
incorporated, or inserted into the target object as described 
below. 

The at least one taggant employed in the invention can be 
any suitable taggant known in the art. See, for example, U.S. 
Pat. Nos. 5,474,937, 5,760,394, and 6,025,200, the disclo- 
sures of which are incorporated herein by reference. Suitable 
taggants include any element which is capable of being 
detected via XRF. The type of elements that can be used as 
the taggant are theoretically any of those listed in the 
periodic table, but the lower energy emitted by electrons in 
the lower atomic-number elements could be a limiting 
factor. Such lower energies can be re -absorbed much easier 
into its own material matrix or into the ambient atmosphere 
(e.g, air). Further, different isotopes of an element, as well as 
elements which “excite” only under certain conditions could 
be employed as the taggant in the invention. 

Examples of elemental taggants that could be analyzed in 
the invention include any element with an atomic number 
ranging from 6 to 94. In the aspect where vacuum conditions 
are used, the taggants that can be used in the invention 
include any element with an atomic number ranging from 9 
to 17, and especially A1 and Si. While materials with these 
elements typically can be analyzed under laboratory 
conditions, it has been quite difficult to analyze them under 
practical conditions in the field. 

The type of taggant depends, among other things, on the 
target object in which it is located. The material of the target 
object can interfere with the XRF detection because, as 
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described below, backscattering and peaks emitted by the 
composition of the target object during XRF analysis can 
interfere with the taggant peaks. For example, if paper (as 
the target object) contained an As taggant and trace amounts 
5 of Pb existed in the paper, the K-level electrons of As and 
L-level electrons of Pb could give confusing readings during 
XRF detection. 

The amount and concentration of the taggant in the target 
object can also vary depending on the number of elements 
10 used and energy needed. The amount of taggant employed in 
the invention is determined by the minimum amount needed 
for XRF detection. Additional amounts of taggant can be 
used as described below. The concentration of the taggant is 
at least about 1 part per million (ppm), and can range from 
15 about 1-100 ppm. Larger taggant amounts can be used, but 
for economic reasons, a small amount is sufficient. Even 
lower taggant concentrations can be used (i.e, less than 1 
ppm) as improved XRF devices and techniques become 
available. 

20 The form of the taggant in the target object can also vary. 
The form can be any compound (i.e., salt) or molecule — 
either small or large — containing the element that is added 
by itself or with other components. Indeed, the taggant can 
be combined with various components and/or additives to 
25 make a mixture and/or solution. These other components or 
additives can be selected for various purposes, e.g., to 
modify the XRF properties, to modify the ability to be 
inserted into the target object, to stabilize the mixture or 
solution, or other purpose known in the chemical arts. 

Any suitable target object can be employed in the inven- 
tion. Suitable target objects include those which intrinsically 
contain the desired taggant(s) or in which the desired 
taggant(s) can be incorporated. Because XRF detection 
35 measures changes in the inner shell(s) of the taggant, it will 
not be significantly modified by chemical reactions that 
normally occur in the outer shells. Thus, it is possible to tag 
chemicals and have the taggant code be carried in any object 
manufactured with those chemicals. Target objects should be 
4Q comprised of a material in which XRF detection is easy, e.g., 
little chance of background contamination, taggant 
deterioration, taggant destruction, contamination, or other 
deteriorating condition. 

Examples of suitable target objects include any manufac- 
45 tured goods or trade goods. Examples of manufactured 
goods and trade goods are disclosed in U.S. patent applica- 
tion Ser. No. 10/006,782, the entire disclosure of which is 
incorporated herein by reference. Examples of suitable tar- 
get objects also include those that will be subsequently 
50 changed. For example, a target object that is suspected might 
be destroyed could be tagged with elements known to be 
present in the residue from the destruction. Since the taggant 
is not usually changed by the chemical process in 
destruction, a connection between the target object and its 
55 residue could be established after destruction. Preferably, the 
target object of the invention is personal identification 
devices, such as badges, passports, visas, drivers licenses, 
and swipe tags. 

Elemental taggants in the target object(s) can be detected 
60 to identify or verify the target material using XRF analysis 
as illustrated in FIG. 1. Primary x-rays 40 are used to excite 
a sample of the target material 46, and the secondary x-rays 
44 that are emitted by the sample are detected and analyzed. 

As shown in FIG. 3, the x-rays which are detected have 
65 various energies, e.g., there is a broad band of scattered 
x-rays with energies less than and greater than those of the 
exciting atom. FIG. 3 illustrates this spectrum for paper as 
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the target object. Within this broad band, there are peaks due 
to the excitation of the taggant(s) in the sample. The ratio of 
the intensity of the radiation in any peak to the intensity of 
the background at the same energy (known as the peak-to- 
background ratio) is a measure of the concentration of the 
element which has characteristic X-rays at the energy of that 
peak, e.g., the taggant. 

In one aspect of the detection method of the invention, at 
least one target object believing to contain known concen- 
trations of the taggant(s) of interest is selected. The XRF 
analysis is performed on that target object (or a sample 
thereof) using a detection device or apparatus containing an 
x-ray radiation source (“source”), x-ray radiation detector 
(“detector”), support means, analyzer means, and calibration 
means. 

One aspect of the detection device of the invention is 
illustrated in FIG. 4a. In this Figure, the detection apparatus 
25 has an ordinary x-ray fluorescence spectrometer capable 
of detecting elements present in a coating, package or 
material. X-rays 29 from a source (e.g., either x-ray tube or 
radioactive isotope) 20 impinge on a sample 11 which 
absorbs the radiation and emits x-rays 31 to an x-ray detector 
21 and analyzer 23 capable of energy or wavelength dis- 
crimination. This is accomplished by using a commercially 
available x-ray spectrometer such as an Edax DX-95 or a 
MAP-4 portable analyzer, commercially available from 
Edax Inc., Mahwah, N.J. Part of analyzer 23 includes a 
computerized system 27. 

Another aspect of the detection apparatus of the invention 
is illustrated in FIG. 4b. In this Figure, the detection appa- 
ratus 25 has an instrument housing 15 containing the various 
components. Gamma rays or x-rays 30 from a source (e.g., 
either x-ray tube or radioactive isotope) 20 are optionally 
focused by aperture 10 to impinge on a sample 11. Sample 
11 contains the at least one taggant which absorbs the 
radiation and emits x-rays 31 to an x-ray detector 21. 
Optionally, analyzing means can be incorporated within 
housing 15. 

The invention, however, is not limited to the detection 
apparatus depicted in FIGS. 4 a and 4b. Any suitable source, 
or plurality of sources, known in the art can be used as the 
source in the detection device of the present. See, for 
example, U.S. Pat. Nos. 4,862,143, 4,045,676, and 6,005, 
915, the disclosures of which are incorporated herein by 
reference. During the XRF detection process, the source 
bombards the material with a high energy beam. The beam 
may be an electron beam or electromagnetic radiation such 
as X-rays or gamma rays. The source, therefore, may be any 
material that emits such high energy beams. Typically, these 
have been x-ray emitting devices such as x-ray tubes or 
radioactive sources. 

To target, the beam can be focused and directed properly 
by any suitable means such as an orifice or an aperture. The 
configuration (size, length, diameter . . . ) of the beam should 
be controlled, as known in the art, to obtain the desired XRF 
detection. The power (or energy level) of the source should 
also be controlled, as known in the art, to obtain the desired 
XRF detection. 

The source(s) can be shielded and emit radiation in a 
space limited by the shape of the shield. Thus, the presence, 
configuration, and the material used for shielding the source 
should be controlled for consistent XRF detection. Any 
suitable material and configuration for that shield known in 
the art can be employed in the invention. Preferably, any 
high-density materials used as the material for the shield, 
e.g, tungsten or brass. 
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Any suitable detector, or plurality of detectors, known in 
the art can be used as the detector in the detection device of 
the invention. See, for example, U.S. Pat. Nos. 4,862,143, 
4,045,676, and 6,005,915, the disclosures of which are 
5 incorporated herein by reference. Any type of material 
capable of detecting the photons omitted by the taggant may 
be used. Silicon and CZT (cadmium-zinc-telluride) detec- 
tors have been conventionally used, but others such as 
proportional counters, germanium detectors, or mercuric 
10 iodide crystals can be used. 

Several aspects of the detector should be controlled to 
obtain the desired XRF detection. First, the geometry 
between the detector and the target material should be 
controlled. The XRF detection also depend on the presence, 
15 configuration, and material — such as tungsten and 
beryllium — used as a window to allow x-rays photons to 
strike the detector. The age of the detector, voltage, 
humidity, variations in exposure, and temperature can also 
impact the XRF detection and, therefore, these conditions 
20 should be controlled. 

The analyzer means sorts the radiation detected by the 
detector into one or more energy bands and measures its 
intensity. Thus, any analyzer means performing this function 
could be used in the invention. The analyzer means can be 
25 a multi-channel analyzer for measurements of the detected 
radiation in the characteristic band and any other bands 
necessary to compute the value of the characteristic radia- 
tion as distinct from the scattered or background radiation. 
See, for example, U.S. Pat. Nos. 4,862,143, 4,045,676, and 
30 6,005,915, the disclosures of which are incorporated herein 
by reference. 

The XRF also depends on the resolution of the x-rays. 
Background and other noise must be filtered from the x-rays 
35 for proper measurement, e.g., the signals must be separated 
into the proper number of channels and excess noise 
removed. The resolution can be improved by cooling the 
detector using a thermoelectric cooler — such as a nitrogen or 
a peltier cooler — and/or by filtering. Another way to 
4Q improve this resolution is to use pre -amplifiers. 

The support means supports the source and detector in 
predetermined positions relatively to a sample of the target 
material to be irradiated. Thus, any support means perform- 
ing this function could be used in the invention. In one 
45 example, the support means comprises two housings, where 
the source and detector are mounted in a first housing which 
is connected by a flexible cable to a second housing in which 
the analyzer means is positioned as illustrated in FIG. 4a. If 
desired, the first housing may then be adapted to be hand- 
50 held. In another example, the source and detector as well as 
the other components of the detection device are mounted in 
a single housing as illustrated in FIG. 4b. 

The calibration means are used to calibrate the detection 
apparatus, thus insuring accuracy of the XRF analysis. In 
55 this calibration, the various parameters that could be modi- 
fied and effect the measurement are isolated and calibrated. 
For example, the geometrical conditions or arrangements 
can be isolated and calibrated. In another example, the 
material matrix are isolated and calibrated. Preferably, inter- 
60 nal (in situ) calibration during detection is employed as the 
calibration means in the invention. Components, such as 
tungsten shielding, are already present to internally calibrate 
during the XRF analysis. Other methods, such as fluores- 
cence peak or Compton backscattering, could be used for 
65 internal calibration in the invention. 

Analyzer means, which includes a computerized system 
27, is coupled to, receives, and processes the output signals 
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produced by detector 21. The energy range of interest, which 
includes the energy levels of the secondary x-ray photons 44 
emitted by the taggant(s), is divided into several energy 
subranges. Computerized system 27 maintains counts of the 
number of X-ray photons detected within each subrange 
using specific software programs, such as those to analyze 
the detection and x-ray interaction and to analyze backscat- 
ter data. After the desired exposure time, computerized 
system 27 with display menus stops receiving and process- 
ing output signals and produces a graph of the counts 
associated with each subrange. 

FIG. 5 is a representative graph of the counts associated 
with each subrange. This graph is essentially a histogram 
representing the frequency distribution of the energy levels 
El, E2, and E3 of the detected x-ray photons. Peaks in the 
frequency distribution (i.e., relatively high numbers of 
counts) occur at energy levels of scattered primary x-ray 
photons as well as the secondary x-ray photons from the 
taggant(s). A primary x-ray photon incident upon a target 
material may be absorbed or scattered. The desired second- 
ary x-ray photons are emitted only when the primary x-ray 
photons are absorbed. The scattered primary x-ray photons 
reaching the detector of the system create an unwanted 
background intensity level. Accordingly, the sensitivity of 
XRF analysis is dependent on the background intensity 
level, and the sensitivity of XRF detection may be improved 
by reducing the amount of scattered primary x-ray photons 
reaching the detector. The peak occurring at energy levels of 
scattered primary x-ray photons is basically ignored, while 
the other peaks — those occurring at El, E2, and E3 — are 
used to identify the at least one taggant present in the target 
object. 

One other parameter that can be controlled during the 
process of XRF detection is the methods used to interpret 
and analyze the x-rays. This parameter depends, in large 
part, on the algorithms and software used along with the 
apparatus described herein. Thus, methods can be adopted to 
employ software and algorithms that will consistently per- 
form the XRF detection. 

FIG. 6 illustrates another apparatus and detection method 
according to the invention. In this Figure, detection appa- 
ratus 25 is capable of detecting at least one taggant present 
in target material 10, such as a document. Detection appa- 
ratus 25 is a portable device that can be small enough to be 
hand-held. Detection apparatus 25 contains all the compo- 
nents discussed above (i.e., source, detector, analyzer 
means, and calibration means) in a single housing, thus 
allowing the portability and smaller size. 

In one aspect of the invention, the apparatus and method 
used identify an object or article. The ability to read an 
elemental taggant that may not be visible provides an 
invaluable asset in any industry that authenticates, verities, 
tracks, labels, or distributes goods of any kind. Thus, the 
inventions could analyze liquid flows and metal sheets for 
contaminant particles or pinpoint via 3-D analysis the exact 
location of a contaminants) in an article. 

In one aspect of the invention, the methods and apparatus 
described above can be modified to operate under vacuum 
conditions. As described above, XRF analysis and XRF 
apparatus can be limited in terms of the type of elements that 
can be used as the taggant. While XRF can theoretically 
analyze any element listed in the periodic table, the lower 
energy emitted by electrons in the lower atomic-number 
elements can be reabsorbed much easier into its own mate- 
rial matrix or, in some cases, into the ambient atmosphere 
(e.g, air). Thus, the ability for XRF to analyze such elements 
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is not extremely efficient. By operating under a vacuum, 
these lower energies are not absorbed into the air. 

To perform XRF under vacuum conditions, the apparatus 
described above is modified so that the detection operation 
5 is carried out in a vacuum. Any such modification achieving 
this function can be employed in the invention, including the 
modifications described below. 

In one aspect, the “vacuum” XRF (VXRF) apparatus 90 
used in the invention is depicted in a side view in FIG. la 
10 and an end view in FIG. lb. In these Figures, a hand-held 
XRF device 150 (such as alluded to in FIG. 6 and as 
described in U.S. Pat. No. D460,370, the entire disclosure of 
which is incorporated herein by reference) is fitted with a 
vacuum attachment 100. The vacuum attachment 100 cre- 
15 ates vacuum conditions for device 150 in the front end where 
detection of the taggant occurs. 

The vacuum attachment (VA) 100 contains all the neces- 
sary components to create a vacuum on the end of device 
150. In the aspect of the invention illustrated in FIG. la, the 
20 vacuum attachment 100 contains a vacuum line 101, 
vacuum chamber 105, vacuum port 106, seal flange 107, and 
seal 108. All of these components are combined to create the 
vacuum conditions at the end of device 150. Other (or 
alternative) components that are necessary to create and 
maintain the vacuum can be used in the invention as known 
in the art. 

The vacuum attachment 100 contains a quick disconnect 
111 removable front end with an aperture sized to the desired 
3Q exposure area to be detected. The VA 100 also contains a 
shutter device 112 that is used to isolate the vacuum chamber 
105 when the vacuum conditions are cycled on and off. The 
VA 100 also contains seals 120 where the VA 100 attaches 
to the device 150, as well as latches 130 for securely 
35 attaching the VA 100 to device 150. Other (or alternative) 
components that are necessary to aid operation of the 
vacuum can be used in the invention as known in the art. 

The VXRF device 90 also contains components that are 
used to create and control the vacuum. As depicted in FIG. 
40 8, VRXF 90 comprises a controller 200 that is connected to 
a standard 110 volt outlet 201. The controller 200 contains 
a grounded power supply 202, a vacuum pump 205, and a 
timer 206 that sequences the operation of the pump 205. 
Other (or alternative) components that are necessary to 
45 create and control the vacuum can be used in the invention 
as known in the art. 

The VA 100 in combination with the device 150 operates 
in the following manner. As shown in FIG. lb, VA 100 on 
the device 150 is originally in a position that is not 
50 depressed. The VA 100 can then be depressed into position 
350 to contact a substrate 301 and to engage the seal 
mechanism 107 to form an airtight compartment 105. After 
depressing the device to the surface of the substrate 301 
using flexible member 160, a trigger 110 is depressed to 
55 activate a timer 206 that controls the air evacuation process. 
The vacuum pump 205 then draws the ambient air out of the 
chamber 105 through the vacuum port 106, leaving a clear 
path of access for the device 150 to contact the surface of 
substrate 301. After creating the vacuum, the XRF 150 
60 remains pressed to contact the surface in position 350 for the 
amount of time needed for the XRF analysis. After finishing 
the XRF analysis, the vacuum pump 205 is turned off and the 
VA attachment is then slowly removed. 

The VXRF apparatus 90 can create any desired vacuum 
65 condition that is necessary to analyze the taggant being 
analyzed. In one aspect of the invention, the VXRF appa- 
ratus 90 can create a vacuum ranging from about 1 to about 
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10 -7 torr. In another aspect of the invention, VXRF appa- 
ratus 90 can create a vacuum ranging from about 1 to about 
1(T 2 torr. Under these conditions, the VXRF apparatus 90 
can more efficiently detect and analyze taggants containing 
elements with periodic numbers of 9 to 17. 5 

The following non-limiting example illustrates the inven- 
tion. 

EXAMPLE 

A first sample of a Vi6 th inch aluminum sheet and a second 10 
sample of Mg metal were obtained. A hand-held XRF device 
similar to that depicted in U.S. Pat. No. D460,370 was made 
to contain an x-ray source and a peltier-cooled silicon 
detector. Vacuum conditions were created at the front end of 
the XRF device. The XRF device was then used to analyze 15 
the first and second samples while under the vacuum. FIGS. 

9 and 10 depict the resulting x-ray spectrum for the first and 
second sample, respectively. 

Having described the preferred aspects of the invention, it 
is understood that the invention defined by the appended 
claims is not to be limited by particular details set forth in 
the above description, as many apparent variations thereof 
are possible without departing from the spirit or scope 
thereof. 

We claim: 

1. A method for detecting a taggant in an object using 
x-ray fluorescence in a vacuum, comprising: 

providing an object comprising a taggant containing an 
element with an atomic number ranging from 9 to 17; 3Q 
making a vacuum x-ray fluorescence device by providing 
an x-ray fluorescence device with a vacuum attach- 
ment; 

creating a vacuum the adjacent to the object using the 
vacuum x-ray fluorescence device; 35 

causing the taggant to radiate an x-ray through the 
vacuum by irradiating the taggant with an x-ray; and 
analyzing through the vacuum whether the x-ray has a 
specific energy. 

2. The method of claim 1, wherein the object is a 40 
manufactured good or a trade good. 

3. The method of claim 1, wherein the vacuum ranges 
from about 1 to about 10 -7 torr. 

4. The method of claim 1, wherein the vacuum ranges 

from about 1 to about 10 -2 torr. 45 

5. The method of claim 1, including providing the taggant 
in a concentration less than about 100 ppm. 

6. The method of claim 1, including providing a plurality 
of taggants with different concentrations. 

7. The method of claim 1, including providing the taggant 50 
with different concentrations. 

8. The method of claim 1, wherein the x-ray fluorescence 
device is a hand-held device. 

9. The method of claim 1, wherein the vacuum attachment 
comprises means for creating a vacuum and means for 55 
maintaining the vacuum. 

10. The method of claim 9, wherein the vacuum attach- 
ment comprises means for restraining the vacuum attach- 
ment to the x-ray fluorescence device. 

11. A vacuum attachment for a hand-held x-ray fluores- 60 
cence device, comprising: 

a vacuum chamber; 

means for sealing the vacuum chamber to a substrate 
containing a taggant to be analyzed; 
means for restraining the vacuum chamber near the region 65 
of a detector in an x-ray fluorescence device; 
means for creating a vacuum in the vacuum chamber; 
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means for controlling the vacuum; and 
means for the vacuum chamber to communicate with the 
creating means and the controlling means. 

12. The device of claim 11, wherein the communicating 
means comprises a vacuum port. 

13. The device of claim 11, wherein the communicating 
means comprises a vacuum line. 

14. The device of claim 11, wherein the sealing means 
comprises a seal flange and a seal bead. 

15. The device of claim 11, wherein the restraining means 
comprises latches. 

16. The device of claim 11, further comprising sealing 
means between the vacuum chamber and the x-ray fluores- 
cence device. 

17. The device of claim 11, further comprising means for 
isolating the vacuum chamber when creating the vacuum. 

18. The device of claim 11, wherein the means for 
creating the vacuum includes a vacuum pump. 

19. The device of claim 11, wherein the means for 
controlling the vacuum includes a timer. 

20. A hand-held vacuum x-ray fluorescence device, com- 
prising: 

an x-ray fluorescence device containing a source and a 
detector; and 

a vacuum attachment containing: 
a vacuum chamber; 

means for sealing the vacuum chamber to a substrate to 
be analyzed; 

means for restraining the vacuum chamber near the 
region of the detector; 

means for creating a vacuum in the vacuum chamber; 
means for controlling the vacuum; and 
means for the vacuum chamber to communicate with 
the creating means and the controlling means. 

21. The device of claim 20, wherein the communicating 
means comprises a vacuum port. 

22. The device of claim 20, wherein the communicating 
means comprises a vacuum line. 

23. The device of claim 20, wherein the sealing means 
comprises a seal flange and a seal bead. 

24. The device of claim 20, wherein the restraining means 
comprises latches. 

25. The device of claim 20, further comprising sealing 
means between the vacuum chamber and the x-ray fluores- 
cence device. 

26. The device of claim 20, further comprising means for 
isolating the vacuum chamber when creating the vacuum. 

27. The device of claim 20, wherein the means for 
creating the vacuum includes a vacuum pump. 

28. The device of claim 20, wherein the means for 
controlling the vacuum includes a timer. 

29. A method for detecting a taggant in an object using a 
portable vacuum x-ray fluorescence device, comprising: 

providing an object comprising a taggant; 
providing a portable vacuum x-ray fluorescence device; 
creating a vacuum near the object using the portable 
vacuum x-ray fluorescence device; 
causing the taggant to radiate an x-ray through the 
vacuum by irradiating the taggant with an x-ray; and 
analyzing through the vacuum whether the x-ray has a 
specific energy. 

30. The method of claim 29, including providing the 
portable vacuum x-ray fluorescence device by providing a 
portable x-ray fluorescence device with a vacuum attach- 
ment. 
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